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EO STERILIZATION
Quality Control Report

Date : 23-May-2025

usual.

sterilization).

The EZTest indicator is placed in a suitable test pack which
is representative of the load. The load is then processed as

After sterilization the chemical indicator ring on the label
changes from blue to brownish when exposed to Ethylene
Oxide (EO gas). This distinguishes exposed from
unexposed units (it does not indicate acceptable

After the incubation period of 48 hours, the appearance of
a yellow color indicates bacterial growth. No color change
indicates adequate sterilization.

Result

LOT : 1084 STERILIZATION DATE : 10-May-2025 |EXPIRE DATE : 10-May-2029
C REPORT :
PASS as the test result has been shown as pictures below.
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